We developed an osseocompatible β-type Ti-28Nb-11Ta-8Zr (TNTZ) alloy that displays the excellent elastic modulus, cellular response, corrosion resistance and antibacterial capability demanded for bone-mimetic materials. The TNTZ alloy exhibited an elastic modulus of 49 GPa, which approximates that of human bones and prevent stress shielding effects. A further anodic oxidation and subsequent post-annealing modification formed a crystalline nanoporous TNTZ oxide layer (NPTNTZO(c)) on the alloy surface, potentially promoting interlocking with the extracellular matrix of bone cells and cell proliferation. Osteoblast viability tests also verified that NPTNTZO(c) enhanced cell growth more significantly than that of flat TNTZ. In addition, potentiodynamic polarization tests in Hanks' balanced salt solution (HBSS) revealed that both TNTZ and NPTNTZO(c) exhibited better corrosion resistance than commercial pure titanium. Finally, NPTNTZO(c) reinforced with silver nanoparticles (NPTNTZO(c)/ AgNPs) intensified the antibacterial efficiency against Pseudomonas aeruginosa, Staphylococcus aureus and Escherichia coli for 8 h with antibacterial efficiencies of 87.82%, 97.68%, and 93.90%, respectively, facilitating infection prevention during surgery and recovery stages.
issues. Once a severe infection occurs, patients would suffer from revision surgeries involving implant removal and re-implantation 24, 30 . One proposed infection control measure entails covering the metal stem with a polymer membrane layer that slowly releases drugs (e.g., sirolimus or paclitaxel) to limit bacterial proliferation and restenosis 31 . However, inevitable polymer degradation may induce the inflammatory response, phagocytic activation, and vascular smooth muscle proliferation 31 . A suitable alternative would be modifying the implant surface with hydrophilic coatings that demote viral and microbial adhesion, thus preventing infection during and after surgery 32 .
To satisfy these aforementioned requirements of osseocompatible implants, we firstly introduced our own developed β-type Ti-28Nb-11Ta-8Zr (TNTZ) alloy, which displayed the excellent elastic modulus of 49 GPa, as the base alloy system in this study. This modulus is much closer to that of human bones; therefore, we can expect to avert the stress shielding effect. Additionally, we modified the surface of the TNTZ alloy via anodic oxidation (AO) and post-annealing heat treatments, forming a self-organized crystalline nanoporous TNTZ oxide layer (NPTNTZO(c)). Such a NPTNTZO(c) layer demonstrates high corrosion resistance 33 , protecting this alloy in the corrosive environment during osteoblast culture. Another advantage of NPTNTZO(c) is its nanoporous morphology 34 , which is biomimetic with the extracellular matrix of bone tissue, which is mainly composed of nanoporous minerals 35, 36 . Furthermore, the NPTNTZO(c) layer can also act as a reservoir to accommodate silver nanoparticles (AgNPs), providing an improved antibacterial capability. The mechanical properties, chemical compositions, crystal structures, and corrosion resistance of TNTZ, NPTNTZO(c), and NPTNTZO(c)/AgNPs complex were determined to evaluate the optimal conditions that meet the criteria for potential bone implantation. Cellular responses, such as cell adhesion and viability, and antibacterial efficacy were investigated to define the conditions that simultaneously retard potential infection and promote cell viability and proliferation. The goal of this study is to evaluate the feasibility of our own developed β-type Ti-28Nb-11Ta-8Zr (TNTZ) alloy with the NPTNTZO(c)/AgNPs complex structure toward the application of orthopedic implantation.
Results
Mechanical properties of TNTZ alloy. The mechanical properties of TNTZ were, therefore, determined and systematically compared with those of the commonly applied medical implant materials: CoCrMo alloy, AISI 316 L stainless steel (316 L), TAV, and cp-Ti (Fig. 1) . The elastic modulus is an important design requirement to prevent the stress shielding effect interfering bone remodeling in orthopedic implants. CoCrMo alloy (240 GPa), 316 L (210 GPa), TAV (112 GPa), and cp-Ti (105 GPa) exhibited higher elastic moduli than bone and TNTZ (49 GPa) . This suggests that our TNTZ alloy behaves the most bone-mimic elastic modulus than the other alloy systems, shown in Fig. 1 . Moreover, the yield strength (YS) and ultimate tensile strength (UTS) are also key mechanical properties that, unlike the elastic modulus, need to be maximized for implant applications. CoCrMo alloy, 316 L, TAV, cp-Ti, and TNTZ showed YS values of 480, 200, 1100, 340, and 338 MPa, respectively, and UTS values of 800, 590, 1170, 430, and 422 MPa, respectively (Fig. 1) . To better describe the YS and UTS here, permissible strain, another significant design parameter for orthopedic implants defined as the ratio between YS and UTS, was applied 37 . This parameter should be larger than that for human cortical bone (0.67) 37 . Among these 5 alloy systems, TAV, cp-Ti and TNTZ are larger than criteria. Unlike high elastic-modulus TAV and cp-Ti, TNTZ, performed simultaneously with low elastic modulus and high permissible strain, is an ideal base-alloy model than the others.
Microstructure and crystal structure of NPTNTZO/AgNPs. Because TNTZ displayed an elastic modulus that suppresses the stress shielding effect and a high permissible strain, the bone-mimetic porous NPTNTZO structure was synthesized on its surface by AO. This process enables the creation of porous and tubular microstructures separately and relies on open-circuit potential (OCP) to achieve control over the pore diameter of nanoporous oxide layers 38 . Therefore, the OCP was changed from 10 to 90 V to produce NPTNTZO layers with various pore diameters. Nanopore diameters and oxide layer thicknesses ranged from 20 to 125 nm and 3 to 20 µm, respectively ( Fig. 2(a and b) ). Because of size effects on cell culture 39, 40 and cavity size requirements for AgNP incorporation (10-30 nm in diameter), a nanoporous oxide layer with a diameter of 65 nm and thickness of 17 µm (Fig. 2(a and b) ), fabricated at 50 V and 30 °C for 20 min in a water bath, was chosen for the remaining experiments. Next, the NPTNTZO layer was transformed into NPTNTZO(c) by heat treatment.
The surface chemical compositions of AgNP-containing NPTNTZO(c) layers were determined by energy dispersive spectroscopy (Fig. 2(c) ). Elemental mapping of Ti, Nb, O, Ta, Zr, and Ag signals showed that the nanoporous oxide layer homogeneously covered the alloy surface and AgNPs were also well distributed over this oxide layer. This uniform NPTNTZO(c)/AgNPs structure is expected to remain fully intact before and after surgery. XRD pattern of NPTNTZO(c) after annealing at 700 °C indicated that the significant crystalline metal oxides formed as anatase TiO 2 (100), orthorhombic Ti 2 ZrO, and orthorhombic Nb 2 O 5 phases (Fig. 3) .
Chemical compositions of NPTNTZO/AgNP. Elemental distributions of NPTNTZO(c)/AgNPs ( Fig. 2(c) ) demonstrated that AgNPs were uniformly distributed on the NPTNTZO(c) layer. Precise and quantitative distributions of chemical compositions of NPTNTZO(c)/AgNPs were acquired by XPS (Fig. 4 ) and depth profiles (Fig. 5) . All XPS binding energies were calibrated using the peak corresponding to the C 1 s orbital at 284.8 eV. High-resolution spectra for Ti 2p, Nb 3d, Ta 4f, Zr 3d, O 1 s, and Ag 3d are shown in Fig. 4 . The XPS spectrum of Ti 2p exhibited characteristic peaks for Ti 2p 3/2 and Ti 2p 1/2 at 458.8 and 464.8 eV, respectively ( Fig. 4(a) ), consistent with the presence of TiO 2 . Figure 4 (Fig. 4(c) ). As shown in Fig. 4(d) , the spectrum of Zr 3d presented binding energies at 182.6 and 185.2 eV corresponding to Zr 3d 5/2 and Zr 3d 3/2 , respectively, demonstrating the formation of ZrO 2 .
The spectrum of O 1 s (Fig. 4(e) ) was fitted with three asymmetric Gaussian curves, revealing two fitted Gaussian peaks at 530 and 530.8 eV representing the lattice oxygen in mixed metal oxides (MO, M = Ti, Nb, Ta, and Zr) and one peak at 531.9 eV corresponding to the surface hydroxyl groups (-OH). In summary, XPS spectra for Ti 2p, Nb 3d, Ta 4f, Zr 3d, and O 1 s (Fig. 4(a-e) Table 1 ). Interestingly, TNTZ showed long-range passivation instead of a noticeable breakdown potential (Fig. 6 ). Comparable Fig. 7(a) ) provide information that the hFOB exhibited significantly higher cell proliferation on 65 nm NPTNTZO(c) than on cp-Ti and TNTZ after two-and five-day incubations because the crystalline oxide layers resulted in more exposed hydroxyl groups on the surfaces 41 . In addition, a drop in hFOB density observed on NPTNTZO(c)/1.62 at.% AgNPs compared with 65 nm NPTNTZO(c), indicating that AgNPs could inhibit cell growth 42 . Live/dead staining assays ( Fig. 7 (b-e)) gave additional data on hFOB viability after two-day incubation. More live cells were detected by green fluorescence on 65 nm NPTNTZO(c) and NPTNTZO(c)/1.62 at.% AgNPs than on cp-Ti and TNTZ. However, more dead cells upon staining using the red fluorescent dye were also found on NPTNTZO(c)/1.62 at.% AgNPs than on 65 nm NPTNTZO(c), suggesting that the existence of AgNPs may inhibit cell growth.
Antibacterial efficacy. The qualitative variations in antibacterial efficacy of five different AgNP dosages (0, 2.5, 10, 50, and 100 mM AgNO 3 solutions) were evaluated by the Kirby-Bauer test 43 . For all AgNP dosages, the inhibited zones presented almost identical areas, making discrepancies difficult to distinguish. The inhibited zones of P. aeruginosa, S. aureus, E. coli and MRSA against NPTNTZO(c)/1.62 at.% AgNPs are shown in Fig. 8(a-d) , respectively.
Next, the growth curves of pure P. aeruginosa, S. aureus, E. coli and MRSA bacterial solutions on antibiotics (Penicillin and Vancomycin), NPTNTZO(c) and NPTNTZO(c)/1.62 at.% AgNPs were monitored quantitatively ( Fig. 8(e-h) ). Growth curves of pure bacterial solutions were also determined as controls. The growth curves first displayed a lag phase, followed by an exponential growth phase, and ended with a stationary phase. The starting point of this stationary phase is an important index of antibacterial efficiency. P. aeruginosa reached the stationary phase after 6 h on NPTNTZO(c) (Fig. 8(e) ), consistent with the time obtained for the bacterial solution. In contrast, the beginning of the stationary phase was delayed to more than 8 h on NPTNTZO(c)/1.62 at.% AgNPs. Similar results were obtained for S. aureus (Fig. 8(f) ). NPTNTZO(c)/1.62 at.% AgNP delayed the stationary phase to more than 8 h compared with those of NPTNTZO(c) (8 h) and pure S. aureus solution. For E. coli (Fig. 8(g) ), the stationary phase was delayed to more than 8 h on NPTNTZO(c)/1.62 at.% AgNPs compared with those of NPTNTZO(c) (6 h) and pure E. coli solution. However, MRSA (Fig. 8(h) ) exhibited the higher OD value on NPTNTZO(c)/1.62 at.% AgNPs.
Serial dilution and spread-plate methods were conducted at 14 h of growth to determine the colony-forming units of P. aeruginosa and S. aureus, E. coli and MRSA. The CFU values at 8 h (Table 2) showed that bacterial concentrations on NPTNTZO(c) were smaller than in solution because of the hydrophilicity of oxide nanostructure surfaces [44] [45] [46] . NPTNTZO(c)/1.62 at.% AgNPs further limited bacterial growth because of the additional 
Discussion
The original mechanical properties of stem materials play the first and significant factors to be considered when determining an ideal bone implant. We separated into two categories: elastic modulus and permissible strain. The elastic moduli of CoCrMo alloy, 316 L, TAV, and cp-Ti are obviously much greater than that of bone tissue, resulting in a deficient loading on the adjacent remodeled bone, osteoporosis, and the breakdown of bone tissues or implants 10, 11, 47 . In contrast to this, this self-synthesized β-type TNTZ displayed a bone-similar elastic modulus of 49 GPa. This is attributed to the following two major factors: (1) the addition of β stabilizers (Nb, Ta) that decrease the modulus of body-centered cubic Ti without weakening, and (2) the addition of the neutral element Zr that retards martensitic transformation during cooling 48 . Therefore, the β-type Ti alloy is more beneficial for implant applications than its α and (α + β) counterparts 6 . Interestingly, the elastic modulus of Ti-28Nb-11Ta-8Zr was lower than those of Ti-29Nb-13Ta-4.6Zr (65 GPa) and Ti-35Nb-5Ta-5Zr (55 GPa) 6, 33 owing to its higher Zr content. Although Zr is not a β stabilizer, a high Zr content lowered the elastic modulus of Ti to a similar extent as would be the case when using β stabilizers. In particular, 6% Zr generated the same effect as 1.5% Mo 49 .
Besides the elastic moduli to these alloy systems, the calculated permissible strain values amounted to 0.60, 0.34, 0.94, 0.79, and 0.80 for CoCrMo alloy, 316 L, TAV, cp-Ti, and TNTZ, respectively. These YS, UTS, and permissible strain results suggest that TAV may be the optimal candidate for bone implants (larger than 0.67). However, the presence of toxic aluminum and vanadium elements in its composition and its high elastic modulus limit its application in clinical implantation. However, TNTZ free from these toxic and allergenic elements, presented a bone-like elastic modulus and moderate permissible strain, making it suitable for clinical use. These results also indicate that Ti-28Nb-11Ta-8Zr alloy can perfectly mimic the mechanical properties of bone tissue more so than other medical implant alloys. We initiated the AO process and post-heat treatment on TNTZ foils to create NPTNTZO(c) layer. Two significant crystalline metal oxides, Anatase TiO 2 and orthorombic Nb 2 O 5 , of NPTNTZO(c) are two significant crystalline metal oxide that are beneficial to antibacterial efficacy and cellular activities. Anatase TiO 2 and orthorombic Nb 2 O 5 both are expected to provide antibacterial resistance and hydrophillicity because of their photocatalytic property [50] [51] [52] [53] [54] . These properties can be further enhanced under sufficient exposure to light 50, 55 . Anatase TiO 2 also increase mechanical properties, such as abrasive wear resistance and corrosion resistance 56 . In order to further support antibacterial efficacy, we took advantage of the 65-nm-width nanoporous structure after the AO process to load AgNPs for a long-term activation. Next, the XPS data discovered the distribution of AgNPs and the contents of TiO 2 , Nb 2 O 5 , Ta 2 O 5 , and ZrO 2 in NPTNTZO(c)/AgNPs. The depth profile of NPTNTZO(c)/ AgNPs decreased dramatically in the presence of 2.5 mM AgNP solution (Fig. 5) , thus suggesting that AgNPs mostly accumulated on the top surface of the nanoporous oxide layer. The concentration of AgNPs on the surface amounted to 1.62 at.% (2.5 mM AgNO 3 solution) and the distribution depth reached 600 nm, indicating that AgNPs were successfully incorporated into the nanopores by photoreduction.
To estimate the lifetime of the implant, potentiodynamic polarization presents a great methodology. Among the indices (corrosion potential E corr , corrosion current I corr , breakdown potential E break , passivation currents I pass and Crossing voltage), TNTZ suggests its greater corrosion resistance in HBSS than NPTNTZO(c) and cp-Ti. NPTNTZO(c) (E corr = −996 mV; I corr = 23.4 µA cm −2 ) exhibited a higher corrosion rate than TNTZ and cp-Ti. Specifically, it formed a passive layer and displayed a slight breakdown at 1700 mV, which was followed by a second passivation with a small increase in current density. The higher corrosion rate of NPTNTZO(c) stemmed from the larger specific surface area of the nanoporous surface 57, 58 . Immediately afterward, the passive layer formed inside the NPTNTZO(c) nanopores, enhancing corrosion resistance 59, 60 . cp-Ti showed a clear breakdown potential at −9 mV and a second passivation when the current density slightly increased after the breakdown. The high crossing voltage of NPTNTZO(c) presented higher corrosion resistance (lower corrosion rate) in the passive region than cp-Ti. In summary, although NPTNTZO(c) showed a lower passivation range than TNTZ, it demonstrated a better performance than cp-Ti. Importantly, because of its high corrosion-resistant potential in HBSS since passive region, NPTNTZO(c) has potential to be used for long-term implantation within the corrosive environment of simulated body fluid.
The results of cell proliferation and viability indicated that 65 nm NPTNTZO(c) actually promoted cell proliferation and viability more significantly than on cp-Ti and flat TNTZ. However, the addition of AgNPs, which was slowly released from oxide layer cavities during cell culture periods, retarded cell growth. AgNPs indeed inhibited cell growth during the initial cell culture period (two-day incubation) but hFOB adapted the microenvironment from NPTNTZO(c)/1.62 at.% AgNPs to induce cell growth for a longer culture period (five-day incubation). Consequently, with careful control of the AgNPs concentration, NPTNTZO(c)/AgNPs implants can simultaneously maintain mammalian cells and achieve the desired antimicrobial level 43 . Previous studies have also suggested that surface modification of AgNPs using glucose, lactose, and oligonucleotides 61, 62 may decrease their cytotoxicity and offer new therapeutic applications toward clinical cancer diagnosis and treatment.
From the results evaluated via Kirby-Bauer test, P. aeruginosa and MRSA displayed a slightly larger inhibited zone than S. aureus and E. coli. This difference may stem from bacterial mobility, continuous Ag + ion leaching, and hydrophilic surface. Initially, P. aeruginosa and MRSA showed higher mobility than S. aureus and E. coli because of its flagellum [63] [64] [65] . The highly mobile P. aeruginosa and MRSA were continuously contacted and attacked by the leaching Ag + ions, causing its inhibited zone to expand beyond that obtained by S. aureus and E. coli. S. Kim et al. 66 studied the manner in which bacteria repelled from highly-ordered alumina nanopore structure and confirmed that mechanism of bacterial adhesion depends on cell-surface contact area and water-substrate contact angle. This explains the reason for which our hydrophilic NPTNTZO surface provided more favorable attractive forces that promoted the absorption of bacteria into the nanopores, where the bacteria perished quickly because of poor nutrition inside the porous structure. When AgNPs is incorporated into such a surface, we can see that halo of inhibition is more obvious on P. aerugunosa and MRSA. Consequently, clear inhibited zones were obtained at 1.62 at.% AgNPs.
From the growth curves of the bacterial solution, we obtained the stationary time and OD numbers among tested samples. NPTNTZO(c)/1.62 at.% AgNPs presented similar stationary time (6-8 h) and a lower optical density against all bacterial solutions, expect MRSA. This indicates that NPTNTZO(c)/1.62 at.% AgNPs sufficicently inactivated the growth of P. aeruginosa S. aureus and E. coli; however, Ag ion poorly inhibit the growth of MRSA. This result is due to the dilayer bacteria capsule preventing the demolishing from the Ag ion. Remarkably, P. aeruginosa exhibited longer resistance against the Ag environment than S. aureus because its cell walls could trap and detoxify Ag + ions before dying 66 . However, NPTNTZO(c)/1.62 at.% AgNPs is not capable of providing significant inhibition on MRSA. This might be explained that the less effective biomass reduction of MRSA from AgNPs 67 .
Conclusions
Our own developed Ti-28Ta-11Nb-8Zr (TNTZ) alloy system exhibited a bone-mimetic elastic modulus of 49 GPa, preventing the stress shielding effect that commonly appears in the commercial cp-Ti and other implants, as well as the ideal permissible strain. This proves TNTZ alloy system applied in this study promise it feasibility of being orthopedic joint from the mechanical point of view. A self-organized crystalline nanoporous TNTZ oxide layer (NPTNTZO(c)) showed a high corrosion resistance with the low passive current density to ensure long-term implantation. In addition, in vitro cell viability and proliferation assessments suggested that both NPTNTZO(c) and NPTNTZO(c)/AgNPs contributed to cell viability. Moreover, the NPTNTZO(c) nanoporous structure acted as a reservoir for AgNPs, leading to an antibacterial efficiency reaching 87.82%, 97.68%, and 93.90% against P. aeruginosa and S. aureus, and E. coli, respectively. These excellent properties demonstrate that TNTZ/NPTNTZO(c)/AgNPs implant systems provide a ready solution for osseocompatible materials beyond current commercial implants.
Materials and Methods
Fabrication of TNTZ and NPTNTZO/AgNPs. β-type Ti-28Nb-11Ta-8Zr (TNTZ) alloy was fabricated in an arc melting furnace with a non-consumable tungsten electrode and a water-cooled copper crucible under Ar atmosphere. To homogenize the alloy, all the ingots were melted, solidified, inverted and then re-melted for 5 times. Afterwards, ingots were forged and then sliced by a wire-cutting technique into foils with the size of 10 mm × 10 mm × 1 mm. The TNTZ foils were solutionized at 1063 K in Ar gas atmosphere for 1 h, and quenched in water to stabilize β phase of TNTZ. Then, these foils were sequentially ground with emery papers up to #4000, followed by ultrasonication in ethanol, acetone and deionized (DI) water for 30 min, and dried in N 2 stream.
Next, a conventional two-electrode setup utilized in AO process was applied ethylene glycol solution (0.6 wt% ammonium fluoride (NH 4 F) and 3 vol% DI water) as electrolyte to form a continuous layer of NPTNTZO on TNTZ foils under 50 V and 30 °C for 20 min in water bath. Then, the synthesized amorphous NPTNTZO was transformed into NPTNTZO(c) after post heat treatment (700 °C in Ar atmosphere for 1 h). Finally, we soaked NPTNTZO(c) samples within AgNO 3 solutions under the concentrations of 2.5 mM, 10 mM, 50 mM and 100 mM for 10 min, respectively, and the AgNPs after photo-reduction process were loaded into the nanoporous structures. Mechanical properties of β-type Ti-28Nb-11Ta-8Zr. The long bars of TNTZ ingots for tension specimen were cut by a wire-cutting technique 68 . Young's modulus, yield stress, and tensile stress of the prepared TNTZ samples were evaluated by a universal testing machine. In-vitro cell proliferation and viability tests. A human fetal osteoblast cell line (hFOB 1.19, ATCC, CRL-11372) was cultured in a 90% Dulbecco's modified eagle's medium (DMEM)-rich glucose with L-glutamine, sodium pyruvate (biowest), 1% penecilin-streptomycin (Sigma-Aldrich) and 10% fetal bovine serum (FBS, SAFC Biosciences ) at 33.5 °C and 5% CO 2 and was ready to be cultivated on our testing samples. Meanwhile, all testing samples (Flat TNTZ, TNTZO(c) and crystal TNTZO(c)/AgNPs) were sterilized by autoclave (125 °C, 15 psi, 15 min) prior to the following in-vitro cellular and antibacterial tests.
Microstructural characterizations and compositional examinations.
For cell proliferation, all samples were placed in the 24-well plate to be cultivated with 4.8 × 10 5 hFOB cells/mL for two days and five days. hFOB cells cultivated samples after two-and five-days incubation were first rinsed with PBS and transferred to a new 24-well plate and 300 mL MTT assay (3-(4,5-dimethylthiazole-2-yl)-2,5-diphenyl tetrazolium bromide, Sigma-Aldrich) was subsequently added to each well for another 4 h incubation at CO 2 incubator (37 °C and 5% CO 2 ). Dimethyl sulfoxide (DMSO, Sigma-Aldrich) was thereafter added to dissolve formazan and gently shaken the 24-well plate for 15 min. Finally, the ELISA (enzyme linked immunosorbent assay) reader was recorded the absorbance of the hFOB-cultivated samples (Chromate microplate reader).
For cell viability, the Live/Dead staining assay was performed to evalute the viability of hFOB. 10 6 cells/mL hFOB cells were seeded on our samples placed in 35 mm Petri dishes, and incubated them for two and five days in CO 2 incubator (37 °C and 5% CO 2 ) . After incubation, Calcein-AM solution (2 μM in PBS) and ethidium homodimer-1 solution (EthD-1, 4 μM in PBS) were added onto the hFOB-cultivated samples for 30 min at room temperature for staining the Live/Dead cells. Then, hFOB-cultivated samples were rinsed with PBS twice, followed by analyzing the cell viability by using the LIVE/DEAD Viability/Cytotoxicity Kit (Molecular Probes, L-3224). The live and dead hFOB cells were stained in green and red accordingly and imaged by a fluorescence microscope (Nikon 50I).
Bacterial incubation and antibacterial assay. P. aeruginosa, S. aureus, E. coli and MRSA (isolated from National Taiwan University Hospital Hsinchu Branch) were cultivated in the BBL Trypticase Soy Broth (Soybean-casein Digest Broth) at 37 °C for 18 h. Inhibited zone observation was conducted by the qualitative Kirby-Bauer test. P. aeruginosa, S. aureus, E. coli and MRSA solutions with the initial concentration of 10 7 CFU/ ml (Optical intensity (OD) value of 0.25) were separately dropped and uniformly spread onto the agar plates (Mueller Hinton II Agar). A variety of NPTNTZO(c) and NPTNTZO(c)/AgNPs chips loaded with different AgNO 3 concentrations (2.5, 10, 50, and 100 mM) were contacted with the bacteria-coated agar plates at 37 °C for 24 h for the following inhibited zone observation.
Positive control groups are selected Penicillin and Vancomycin, well known antibiotics for Gram-negative (P. aeruginosa and E. coli) and Gram-positive (S. aureus and MRSA) bacteria, respectively. As for the antibacterial efficiency test, antibiotics, NPTNTZO(c) and NPTNTZO(c)/AgNPs were immersed in P. aeruginosa, S. aureus, E. coli and MRSA solutions with the initial concentration of 10 6 CFU/ ml (OD value of 0.08), respectively. OD values of antibiotics, NPTNTZO(c) and NPTNTZO(c)/AgNPs cultivated with pure P. aeruginosa, S. aureus, E. coli and MRSA solutions were recorded during the 8-hour growing period. Bacterial solutions at 8 th h were counted by a serial culture method accompanied with OD recording to retrieve the historical growth curve of bacteria. All the tests were repeated three times.
